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Trusses. 


LAMBE’S  SPECIFICATION. 

TO  ALL  TO  WHOM  THESE  PRESENTS  SHALL  COME,  I,  Thomas 

Lambe,  of  the  Parish  of  Saint  Bride,  in  the  City  of  London,  Surgeon  Dentist, 
send  greeting. 

WHEREAS  His  present  Majesty  King  George  tlie  Third,  by  His  Letters 
5  Patent  under  the  Great  Seal  of  Great  Britain,  bearing  date  at  West¬ 
minster,  the  Twelfth  day  of  May  now  last  past,  hath  given  and  granted  unto 
me,  the  said  Thomas  Lambe,  my  executors,  administrators,  and  assigns, 
special  licence,  full  power,  sole  privilege,  and  authority,  to  make,  use,  exercise, 
and  vend,  within  England,  Wales,  and  the  Town  of  Berwick-upon-Tweed, 
10  during  the  term  of  years  therein  expressed,  my  Invention  of  “  An  Improved 
Truss  for  Persons  afflicted  with  the  Bubonocele,  and  other  Ruptures;”  in 
which  said  Letters  Patent  there  is  contained  a  proviso,  obliging  me,  the  said 
Thomas  Lambe,  by  an  instrument  in  writing  under  my  hand  and  seal,  to 
cause  a  particular  description  of  the  nature  of  my  said  Invention,  and  in  what 
15  manner  the  same  is  to  be  performed,  to  be  inrolled  in  His  Majesty’s  High 
Court  of  Chancery  within  one  calendar  month  next  after  the  date  of  the 
said  recited  Letters  Patent,  as  in  and  by  the  same  (relation  being  thereunto 
had)  may  more  fully  and  at  large  appear. 

NOW  KNOW  YE,  that  I,  the  said  Thomas  Lambe,  in  compliance  with 
20  the  said  proviso,  do  hereby  declare  that  the  nature  of  my  said  Invention,  and 
the  manner  in  which  the  same  is  to  be  performed,  is  particularly  described 
and  ascertained  in  the  Plan  hereunto  annexed,  and  the  following  description 
thereof,  that  is  to  say : — 

This  truss  should  be  made  of  the  best  German  or  sheer  steel,  and  long 
25  enough  to  go  about  three  parts  round  the  body,  and  tempered  so  as  to  spring 


2 


A  D.  1795.— N°  2050. 


Lambe  s  Improved  Truss  for  Bubonocele  and  other  Ruptures. 

with  ease  and  safety,  with  three  brass  buttons  or  knobs  rivetted  at  the  head  of 
the  truss.  Under  the  head  of  the  truss  are  rivetted  both  a  main  and  a  counter 
spring.  In  the  head  of  the  truss  is  also  a  hole,  in  which  is  a  steel  or  iron 
screw  with  a  brass  head,  which  goes  through  and  screws  into  the  counter 
spring,  and  which  screw,  by  being  simply  turned  round,  brings  down  the  counter  5 
spring  and  a  slide,  so  as  to  make  the  bolster  hollow,  and  of  course  is  a  security 
to  the  rupture,  and  easy  to  the  pressure.  To  the  main  spring  is  rivetted  a 
brass  collar  or  swage,  which  has  a  brass  slide  or  tube  to  hold  a  cork  fixed  in 
the  centre  of  the  bolster  of  the  truss.  On  the  outside  of  such  brass  collar  or 
swage,  is  also  fixed  a  cork  sufficiently  large  to  make  a  compleat  head  to  the  1 0 
truss,  in  order  to  prevent  any  ill  effect  from  the  least  disturbance  to  the 
rupture,  which  may  happen  by  any  sudden  motion  of  the  body,  as  the  main  and 
counter  spring  will  return  the  rupture  to  its  proper  place.  A,  A,  A,  as  marked 
in  the  Plan,  is  the  steel  part  of  the  truss ;  B,  B,  the  head  of  the  truss ; 

C,  C,  C,  three  brass  knobs,  rivetted  to  the  head  of  the  truss ;  D,  the  center  1 5 
hole  for  the  screw ;  E,  E,  the  rivet  holes  for  the  springs  ;  F,  the  circular  hole 
for  the  knob  of  the  flat  slide  ;  G,  the  hole  for  the  rivet  of  the  flat  slide  or  catch ; 

H,  the  flat  slide  or  catch ;  I,  the  steel  or  iron  screw,  with  brass  head ;  J,  the 
hole  in  the  counter  spring  for  the  steel  or  iron  screw ;  K,  the  main  spring, 
with  two  rivet  holes ;  L,  the  counter  spring,  with  two  rivet  holes ;  M,  the  20 
brass  collar  for  the  main  spring ;  N,  the  brass  hollow  slide ;  0,  the  cork  for 
the  top  of  the  brass  hollow  slide ;  P,  the  cork  for  the  head  of  the  truss ;  Q,  the 
leather  strap  rivetted  to  the  truss ;  R,  the  rivet  hole  for  the  strap  of  the  truss ; 

S,  the  holes  to  catch  the  brass  knobs  to  fasten  the  truss  round  the  body ; 

T,  U,  a  brass  swage  and  slide,  which  may  be  rivetted  to  the  head  without  the  25 
springs.  The  steel  part  of  the  truss,  and  part  of  the  leather  rivetted  should  be 
coveretl,  and  which  may  be  done  either  with  leather,  dimity,  Marseilles 
quilting,  or  flannel,  or  any  other  kind  of  substance,  so  that  it  be  made 
perfectly  easy  to  the  body  of  the  wearer.  This  truss  may  also  be  made  to 
keep  the  rupture  perfectly  secure  without  the  springs  at  the  head  of  the  30 
truss  before  mentioned. 

In  witness  whereof,  I,  the  said  Thomas  Lambe,  have  hereunto  set  my 
hand  and  seal,  this  Second  day  of  June,  in  the  year  of  our  Lord 
One  thousand  seven  hundred  and  ninety-five,  and  in  the  thirty-fifth 
year  of  the  reign  of  King  George  the  Third. 

THQS  LAMBE.  (l.s.) 
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AND  BE  IT  REMEMBERED,  that  on  the  same  Second  day  of  June, 
in  the  year  above  written,  the  aforesaid  Thomas  Lambe  came  before  our 
Lord  the  King  in  His  Chancery,  and  acknowledged  the  Specification 
aforesaid,  and  all  and  every  thing  therein  contained,  in  form  above  written. 

5  And  also  the  Specification  aforesaid  was  stamped  according  to  the  tenor  of 
the  Statute  in  that  case  made  and  provided. 

Inrolled  the  same  Second  day  of  J une,  in  the  year  above  written. 


LONDON : 

Printed  by  George  Edward  Eyre  and  William  Spottiswoode, 
Printers  to  the  Queen  s  most  Excellent  Majesty.  1856. 
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